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Objectives: 
 
We sought to compare three modalities of measurements of
the aortic annulus, transthoracic (TTE), transesophageal echocardiography
(TEE), and multislice computed tomography (MSCT), and to evaluate their
potential clinical impact on transcatheter aortic valve implantation (TAVI)
strategy.
 
Background:
 
 TAVI is an alternative to surgery for high-risk patients with
severe aortic stenosis (AS). Exact measurement of the aortic annulus is critical
for appropriate patient’s selection and successful implantation.
 
Methods:
 
 Annulus diameter was measured using TTE, TEE and MSCT in
45 consecutive patients with severe AS, referred for TAVI. TAVI was per-
formed using a balloon expendable valve (Edwards-Sapien). The TAVI
strategy (decision to implant and choice of the prosthesis’ size) was based on
manufacturer’s recommendations.
 
Results:
 
 Correlations between methods were good but absolute difference
between MSCT and TTE (1.22±1.3 mm) or TEE (1.52±1.1 mm) was signifi-
cantly larger than the absolute difference between TTE and TEE (0.6±0.8 mm,
p=0.03 and p<0.0001 respectively). As regard to TAVI strategy, agreement
between TTE and TEE was good overall (Kappa 0.68) but the TAVI strategy
would have been different in 8 patients (17%). Agreement between MSCT and
TTE or TEE was only modest (Kappa 0.28 and 0.27) and a decision based on
MSCT measurements would have modified the TAVI strategy in a large
number of patients (40% and 42%). Implantation was performed in 34 patients
(76%) based on TEE measurements and was successful in all but one patient
who had a grade 3 aortic regurgitation.
 
Conclusions: 
 
In this group of patients with AS referred for TAVI, mea-
surements of the aortic annulus using TTE, TEE and MSCT were close but not
identical and the method used has important potential clinical implications on
TAVI strategy. In the absence of gold standard, a strategy based on TEE mea-
surements provided good clinical results.
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Purpose:
 
 We evaluate clinical characteristics, management and prognosis
of patients (Pts) with severe aortic stenosis (AS) hospitalized in a university
hospital offering all therapeutic options: AVR, balloon aortic valvuloplasty
(BAV) and transcutaneous heart valve implantation (TAVI) using the Edwards
Sapien bioprosthesis.
 
Methods:
 
 We included 211 Pts with severe AS (EOA < 1 cm
 
2
 
 and/or 0.6
cm
 
2
 
/m
 
2
 
), hospitalised between July, 2006 and July, 2007 in our center. Clin-
ical, echocardiographic and angiographic characteristics, logistic EuroSCORE
and STS score were evaluated. A prospective clinical and echocardiographic
follow-up was performed at 1-year.
 
Results:
 
 211 Pts (79 ± 9 years; 53% female) were included in the study.
58% of Pts were > 80 years old. 65% of Pts were highly symptomatic (NYHA
3-4). After multidisciplinary evaluation, 92 (43.6%) patients were referred to
surgical AVR, 20 (9.5%) to TAVI, 62 (29.4%) to BAV and 37 (17.5%) were
maintained on medical treatment alone. Pts treated by AVR were younger
(74+/-9 vs 84+/-5, p< .0001) and had less frequent history of myocardial inf-
arction (p=0.003) or coronary artery bypass grafts (p=0.0002), less renal
failure (p<0.001), less severe lung disease (p=0.009), and less demetia
(p=0.0002) than the 3 other groups. Operative risk was lower in the AVR
group as assessed by Euroscore (8% vs 25%, p< .0001) and STS score (4.4 vs
13.0%, p< .0001). At one year, survival was excellent in the AVR group
(99%) with no procedural death. At the opposite, 51% of Pts treated medically
died. BAV improved symptoms (24% in NYHA IV vs 58% at baseline) and
survival was 66% at 1-year. Survival rate in the TAVI group was 79% with
marked symptoms improvement (70% of Pts in NYHA 1-2 vs 1% at baseline).
 
Conclusions:
 
 Patients with severe AS represent a very heterogeneous pop-
ulation. Surgical AVR remains the reference treatment with excellent results.
However, TAVI is a promising alternative treatment in many Pts with heavy
and multiple comorbidities.
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Background:
 
 We recently reported an atypical possible prosthetic valve
infective endocarditis (PVIE) occurring on a stentless Cryolife O’Brien®
aortic bioprosthesis without inflammatory markers, negative blood cultures but
anatomic damage suggestive of IE and aimed to look for other cases.
 
Methods:
 
 We reviewed all cases of possible or definite aortic PVIE
according to the modified Duke criteria hospitalized in our institution between
January 2002 and March 2008.
 
Results:
 
 60 patients with possible or definite aortic PVIE were admitted
during this period (26 mechanical prosthesis, 11 stented bioprosthesis and 23
stentless Cryo-Life O’Brien® bioprosthesis). Compared to mechanical or
stented prosthesis, patients with stentless valve presented less frequently with
fever (39% vs. 77% and 91%, p=0.003), tended to present more frequently in
congestive heart failure (54% vs. 23% and 36%, p=0.10), less frequently with
positive blood cultures (44% vs. 65% and 82%, p=0.08) and with lower CRP
levels (69±70 mg/L vs. 144±106 mg/L and 145±123 mg/L, p=0.02). Patients
with stentless valve also presented less frequently with vegetations (22% vs.
58% and 63%, p=0.01) but more frequently with valve dehiscence (68% vs.
23% and 22%, p=0.006) and severe aortic regurgitation (65% vs. 23% and
36%, p=0.01). 40 patients were operated on within 30 days, more frequently
in the stentless group (83% vs. 61% and 45% respectively, p=0.07). Compared
to the previously reported incidence of stentless PVIE at our institution
(1.5%), we observed a striking increase incidence after 2004 (>7%).
 
Conclusion:
 
 We report a frequent and atypical clinical and microbiological
presentation of possible PVIE occurring on stentless bioprosthesis and a
striking increased incidence after 2004 which corresponds to changes in the
manufacturing process. Clinicians should be aware of this atypical clinical pre-
sentation. The stentless Cryo-Life O’Brien ® bioprosthesis is not anymore
implanted at our institution.
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Transcatheter aortic valve replacement is a new alternative to heart surgery
in selected patients. The balloon expandable Edwards-Sapien bovine valve is
mounted in a stainless-steel stent with a maximal opening diameter of 23 or
26mm. Recent observational, anatomical study suggests that a distorted stent
could produce valvular dysfunction impairing the long-term results. The
Edwards Sapien bioprosthesis showed to have an optimal deployment and a
high radial force in vitro. To further assess its deployment in patients with
severe calcified aortic stenosis, we conducted a prospective study to analyze
the circularity of the cross-sectional area of the deployed stent.
 
Methods:
 
 Optimal cross sectional projection of the expanded stent was
selected on X-ray after the procedure. Images were analyzed and the corre-
sponding profile of the stent was described by means of a polygon, for each
valve, using two computer programs: 1) to measure the coordinates of the
points composing this polygon and 2) to compute the corresponding cross-sec-
tional areas. We defined a circularity index to measure the departure of this
curve from the (best) theoretical conditions of a circle, the ratio of its area to
the squared perimeter as a percent value of the corresponding ratio for a circle
(1/4xpi=0.079).
 
Results:
 
 23 patients were implanted (23 mm in 9 and 26 mm in 14). Final
perimeters from cross-sectional areas of deployed stents were similar to the
nominal perimeter in both sizes prosthesis (94–98 % from the reference
values). Mean circularity index was 0.078 + 0.001, with a mean perceptual dif-
ference of 1.6 (98.4% of similarity with a perfect circle).
 
Conclusions:
 
 Most of the Edwards Sapien valve cross-sectional areas are
circular after deployment even within heavily calcified native valves, confir-
ming the high radial force of the stent. The circularity index can be considered
a useful parameter to assess the quality of opening of transcatheter aortic
valves. 
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Objectives:
 
 We sought to determine the incidence, diagnostic value and
outcome of intracardiac masses observed by echocardiography after device
removal. We hypothesized that these “ghosts” of leads could be associated
with the diagnosis of cardiac device-related infective endocarditis
(CDRIE).
 
Background:
 
 Echocardiographic appearance of residual floating masses in
the right atrium has recently been described after removal of permanent pace-
makers (PPM) and implantable cardiovertor defibrillators (ICD).
 
Methods:
 
 The preoperative clinical, microbiological and echocardio-
graphic conditions, the indication and the type of removal technique were
analysed in a retrospective cohort including all consecutive patients who
underwent percutaneous lead removal at our institution. Three groups were
formed according to the final diagnosis: CDRIE, local device infection (LDI),
and non-infective indications. Incidence of ghosts was compared between the
three groups. All predefined clinical and technical factors were studied for
their association with ghosts. All patients with ghost were followed after hos-
pitalization.
 
Results:
 
 Two hundred and twelve patients underwent lead removal.
Ghosts were observed in 17 patients (8% incidence), including 14 (82%) of
88 patients with CDRIE and 3 (5%) of 59 patients with LDI. Ghosts were
never observed among the remaining 65 non infected patients. A signifi-
cant association was found between CDRIE and the presence of ghost
(OR=7.63, 95%; CI 2.12-27.45, p=0.001). At three months, 2 patients with
ghost died from sudden death, 2 underwent surgery and one had a pulmo-
nary embolism.
 
Conclusions:
 
 Ghost is a newly described echocardiographic finding
observed after percutaneous device extraction. Its presence is highly suggestive
of device infection and might represent a new criterion for the diagnosis of
CRDIE. The prognostic significance of such finding needs further investigations.
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Background: 
 
In dental surgery, to take charge of heart disease patients
treated with antivitamin K remains a common practice problem.
 
Objective: 
 
To research the factors which increase bleeding after dental
extractions in patients treated by acenocoumarol.
 
Material and methods:
 
 Cohort study in which dental extractions are real-
ized in heart disease patients treated by acenocoumarol, with an International
Normalized Ratio (INR1) the day before the act between 2.00 and 4.50, using
in all cases the local hemostatic measures : oxycellulose mesh (surgicel*) +
sutures + compression gutter. The day of extraction, a pre-operative INR con-
trol (INR2) was systematic. The degree of dental traumatism corresponded to
the extracted root number / session. The results are expressed with confidence
intervals at 95 %.
 
Results: 
 
229 extraction sessions are realized in 135 patients, 50.32 +
2.12 years old with a 1.25 sex ratio, an extractions number / subject / ses-
sion of 1.96 + 0.23 teeth and a degree of dental traumatism of 2.89 + 0.24.
The INR1 and INR2 were respectively of 3.30 + 1.10 and 3.40 + 1.59.
Bleeding complicated 9 extraction sessions (3.93 %) and occurred after the
 
48
 
th
 
 hour in 4 cases (44.44%). In the bleeding group, INR2 was 3.33 + 7.02
against 3.40 + 1.64 in absence of haemorrhage, p = 0.86. The degree of
dental traumatism was 4.89 + 3.11 in cases of bleeding against 2.80 + 0.22,
p = 0.02.
 
Conclusion: 
 
In heart disease patients treated by acenocoumarol, it’s the
degree of dental traumatism which was the hemorrhagic factor, not the INR
pre-operative value.
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